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Abstract: A real-time study of the dynamic properties of a frequency swept vertical cavity
surface emitting laser (VCSEL) is presented. Such tunable laser sources have previously
been shown to provide long coherence lengths and improved performance in metrology
and imaging applications. Single-shot interferometric reconstruction of both the phase and
intensity of the swept source allows for experimental measurement of the full complex electric
field over multiple sweep periods. Access to the electric field enables direct measurement of
laser properties that can be related to the imaging performance of the laser when used in a
swept source optical coherence tomography application. Both inter-sweep and intra-sweep
characterization is possible, including determination of the instantaneous spectral shape,
sweep rate, linewidth, coherence roll-off, and point spread function.
Index Terms: Semiconductor lasers, optical coherence tomography (OCT).
1. Introduction
Optical coherence tomography (OCT) is an imaging technique that allows for the creation of high
resolution, 3-dimensional volumetric images in semi-transparent scattering media [1]. Typically
imaging depths of several millimetres to centimetres are achievable in biological tissues, with an
axial resolution of tens of microns [2]. With rapid image acquisition techniques, 3D tomography
volumes can be imaged in real-time. This unique combination of capabilities of the OCT imaging
modality places it in an ideal position to bridge the gap between microscopic imaging techniques and
macroscopic imaging (for example ultrasound imaging). Furthermore, fully 3-dimensional imaging
of a sample makes this technique ideal for non-invasive imaging studies and in-vivo applications.
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The range of applications of the technique has grown steadily since its inception, with areas such
as retinal imaging [3], dental imaging [4], respitory medicine [5] and endoscopic imaging [6] now
utilising OCT techniques. Outside of the medical imaging sector, OCT is being investigated as
a tool for industial sensing of devices and surfaces, especially in areas such as production line
non-destructive testing (NDT) [7].
Swept source optical coherence tomography (SS-OCT) has emerged in the last decade as the
leading technique for the acquisition of images with a high sensitivity and fast imaging rate [8].
The key enabling technology in this method lies in the frequency tunable light source used as the
imaging probe. This light source produces a periodic variation in the output wavelength, which
changes the output wavelength over a large bandwidth while remaining spectrally narrow over any
short time period. By frequency modulating the probing light in such a manner it is possible to
perform a spectral interferometry measurement in order to reconstruct the reflectivity profile of the
desired sample, for example biological tissue. With spectral discrimination of the light performed
in the temporal domain only a single detector is required, while the imaging rate is determined by
the repetition rate of the wavelength sweep. In this configuration, single axial scan imaging rates
ranging from several hundred kilohertz up to Megahertz are possible.
Several laser configurations have been developed and applied to SS-OCT imaging, including
Fourier domain mode-locked lasers (FDMLs) [9], external cavity lasers [10], sampled-grating
distributed Bragg reflector lasers [11], and micro electro-mechanical systems (MEMs) based
lasers [12]. A recently developed MEMs based laser has been demonstrated based on a tun-
able vertical cavity surface emitting laser (VCSEL) cavity [13]. This laser has been shown to offer
superior imaging depths compared to similar technologies [14].
VCSEL devices are suited to imaging applications for a number of reasons. By incorporating the
top dielectric mirror of the device with a MEMs based actuator the cavity length of the device, and
thus the emission wavelength, can be rapidly varied. A VCSEL micro-cavity can be engineered to
only support a single cavity mode within the bandwidth of the gain region, ensuring highly coherent
single wavelength emission across a bandwidth of 100 nm or more [15], [16]. These three properties
(wide bandwidth, high coherence, and fast tuning) are important elements in the formation of high
resolution, real-time volumetric images.
While several techniques exist for the characterisation of swept sources and SS-OCT apparatus,
a complete time-resolved study of swept sources has been, until recently, unavailable. Previous
studies that have attempted to perform an analysis of the properties of swept frequency lasers were
limited to either multi-shot [17] or multi-sweep [18] averaging techniques. Such time-averaging
techniques remove the ability to characterise different parts of the wavelength sweep simultane-
ously, as well as characterising the changing properties of consecutive sweeps. Recently, a novel
interferometric technique which can perform a real-time, single-shot reconstruction of the complex
electric field of a swept laser [19] has been demonstrated. Using this technique, the temporal and
spectral properties of a short cavity laser were examined, including a measurement of the instan-
taneous linewidth and coherence roll-off. In this work, the technique is applied to study, for the first
time, the instantaneous characteristics of a frequency swept VCSEL. The analysis is further ex-
panded to consider multiple laser properties that have a direct bearing on the imaging performance,
highlighting the expected strengths and weaknesses of the source when applied to OCT imaging.
2. Experimental Set-Up
The device used in this work was a commercially available swept source VCSEL developed by
Thorlabs Inc. [20]. Fig. 1 illustrates the internal components of the light source. The MEMs based
tunable VCSEL is optically pumped, with the chip output monitored using an internal photodiode.
A booster semiconductor optical amplifier (SOA) is used in order to amplify and shape the output
intensity. Finally, a k-clocking Mach-Zehnder interferometer samples part of the output field in order
to produce a temporal clock that can be used to sample the imaging field in equal frequency steps.
The output of the swept source is directed into a branching characterisation apparatus which
measures the spectrum, intensity, and phase. The phase measurement interferometer utilises a
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Fig. 1. Experimental setup of the electric field reconstruction technique applied to the swept source
VCSEL. FC - fibre coupler, WDM - wavelength division multiplexer.
self-delayed heterodyne detection technique, which has been previously used to measure the time-
resolved phase dynamics of semiconductor lasers and swept sources [21]. A fibre coupler is used
to create two optical paths, with a small fibre delay inserted into one arm. The laser field is then
mixed with the delayed signal using a 3 × 3 fiber coupler with a 120◦ phase delay. The output
electric field of each port is a summation of the three input port signals, with a phase delay added
to 2 of the ports. For example, the output of port one is given by:
E o1 =
1√
3
(
A 1eiφ1 + A 2ei (φ2+ 2π3 ) + A 3ei (φ3+ 2π3 )
)
, (1)
where A n is the amplitude of the field at port n = 1, 2, 3, and φn is the corresponding field phase.
With only two input fields, the output intensities can be combined to measure the phase difference
between the input signals, η. The phase difference is calculated from
η(t) = arctan
(√
3
2
I 1 − I 2
I 3 − 12 (I 1 + I 2)
)
, (2)
where I n = |E on |2, the intensity measured at the output of each port.
In this experiment, the phase difference eta, will take the form,
η(t) = φ(t) − φ(t − τ), (3)
where φ is the original phase of the laser field and τ is the short time delay introduced in the
interferometer arms (τ = 1.1 ns for reconstruction of the VCSEL laser). It is possible to express the
original phase of the laser as a function of η(t) via a Taylor series expansion around the point t − τ,
dφ(t)
dt
≈ η(t)
τ
+ 1
2
dη(t)
dt
, (4)
assuming that the delay τ is sufficiently short. The time-resolved instantaneous frequency of the
field, f (t) (or equivalently wavelength, λ(t)) can be derived from the phase,
f (t) = c
λ(t) =
1
2π
dφ(t)
dt
, (5)
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Fig. 2. (a) Time-resolved intensity of the swept VCSEL measured by the internal pre-booster photodiode
(grey) and external post-SOA intensity (black). (b) Reconstructed wavelength (line) from the 3 × 3
interferometric method and TLS method (squares), along with the intensity of a single sweep (grey).
(c) Average optical spectrum.
where c is the speed of light.
Simultaneous to the phase measurement, the fourth channel of the real-time oscilloscope is used
to record the instantaneous intensity, I (t), of the swept source. These two quantities, φ(t) and I (t),
are sufficient to reconstruct the entire complex electric field of the laser in a real-time, single-shot
format. Fig. 2 presents an example of the recovered characterisation signals. Fig. 2(a) compares
the output intensity of the laser before being amplified by the booster SOA, and the intensity, I (t),
measured by the high-speed photodiode and oscilloscope. The laser operates with a sweep rate
of 200 kHz, and an average output power greater than 20 mW. The indicated intensity time-series
are shown with arbitrary scaling for ease of comparison. The SOA amplification process ensures
that the intensity is sufficient for OCT applications. The SOA furthermore modulates the intensity,
switching off the laser intensity during the unusable section of the sweep. During this time, the
laser emission is incoherent, consisting mainly of spontaneous emission noise from the SOA. Low
coherence during the “off” region of the sweep means that phase reconstruction of the electric
field is impossible. Fig. 2(b) illustrates the recovered instantaneous wavelength corresponding to
a single sweep period. This instantaneous wavelength function shows the extent of the phase
reconstruction that was possible using the self heterodyne interferometric method. Also shown is
an independent verification measurement used to track the wavelength sweep. This measurement
is conducted by mixing the swept output of the laser with a single-mode fixed local oscillator.
By comparing the time of the beating between the two signals with the wavelength of the local
oscillator, the wavelength sweep is mapped and is in excellent agreement with the recovered
wavelength sweep from the 3 × 3 technique. The time-resolution of the reconstruction is limited
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Fig. 3. Reconstructed instantaneous frequency during a single sweep period (black), with the corre-
sponding intensity (grey). Dashed lines indicate the extent of the recoverable frequency data, while the
dotted line shows the OCT imaging start trigger time. (Inset) Frequency deviation δf after subtraction of
the overall sweep shape.
only by the maximum detection bandwidth of the fast photodiodes (New-focus model 1554-B) and
oscilloscope (Agilent DSO91304A). The full temporal period which can be detected is limited by
the maximum memory depth of the oscilloscope. In this case, it is possible to record the field at a
sampling rate of 40 GSa/s over 39 consecutive sweeps. Finally, Fig. 2(c) shows the time-averaged
optical spectrum. The center wavelength is approximately 1303 nm, with a sweep bandwidth of
∼83 nm. Comparison with the time-averaged spectrum and local oscillator method both verify that
the phase reconstruction technique is accurately recovering the correct time-resolved frequency
of the sweep. With access to the electric field of the laser, it is now possible to calculate laser
properties which can be used to directly infer the imaging performance of the swept laser.
3. Experimental Results
In SS-OCT imaging, the coherence of the light source is often responsible for a sensitivity decay
with imaging depth [22]. This coherence roll-off effect is more pronounced for light sources with a
wider instantaneous spectrum. Time resolved measurement of this spectral width allows for exami-
nation of the coherence across a single sweep period. Direct measurement of the laser linewidth is
impossible due to the constantly varying central frequency of the laser emission. Previous work on
the measurement of the dynamic linewidth has utilised short-time gating of the sweep in order to
minimise the effect of the sweep [17]. Fast-gating the output of the laser relies on the assumption
that the during the gate, the spectral width is dominated by the linewidth of the laser, and not
the changing central frequency. By allowing access to the full electric field during the sweep, the
3 × 3 technique offers an opportunity to numerically remove the deterministic movement of the
central frequency, ˜f , from the measured instantaneous frequency of the field, f (t) = dφ/dt. In this
case, the remaining stationary noise term, δf describes the average linewidth, and contains con-
tributions from the intrinsic phase-noise of the laser as well as the thermal brownian noise of the
MEMs actuated mirror [23]. In order to approximate the deterministic frequency sweep term, an
interpolated spline fit is made of the frequency sweep under-sampled at 10 MHz. The residual term
is calculated as
δf = f (t) − ˜f (6)
and is plotted in the inset of Fig. 3. The slow sweep fit is chosen such that the remaining frequency
noise is a stationary signal with a mean of zero over each measurement period (25 ns). The
stationary electric field, E s(t), of the laser can now be reconstructed using the frequency deviation
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Fig. 4. (a) Average power spectral density of the static (filter-frame) electric field. The PSD is fit with a
Gaussian lineshape. The average linewidth of the sweep is indicated by the dashed lines. (b) Average
single-sweep linewidth over the course of 39 consecutive sweeps, with an average of 224 MHz.
instead of the swept frequency, according to
E s(t) =
√
I (t) exp
(
i2π
∫ t
0
δ f (t ′)dt ′
)
. (7)
This new field represents a transform of the electric field into the frame of reference of the sweeping
mode. Examining the spectral width of the transformed field yields a measurement of the instan-
taneous linewidth of the laser in this frame. The power spectral density (PSD), S(f ) is calculated
using the fast Fourier transform (FFT) of the field. The spectral width of the lineshape is defined
using the concept of the power-equivalent coherence time. This definition of the coherence time of
the field is inversely proportional to the spectral width, and can be found via
1
τc
= f =
(∫ +∞
−∞ S(f )d f
)2
∫ +∞
−∞ S(f )2d f
, (8)
where τc is the coherence time of the field and f the corresponding spectral width.
The PSD is calculated for each of the 39 recorded sweeps, and the average PSD is plotted in
Fig. 4(a). The time averaged lineshape is well approximated with a Gaussian function. Fig. 4(b) plots
the linewidth across all of the sweeps calculated using (8). The instantaneous linewidth is measured
to be 224 MHz ± 12 MHz. This linewidth corresponds to a coherence time of ∼4.5 ns. Compared
to other studies of the instantaneous linewidth of swept sources, for example FDML [24] or short
cavity lasers [19], this measured value of the linewidth is at least one order of magnitude smaller
(12–17 GHz for the FDML and 5–6 GHz for the short cavity). In SS-OCT, the coherence length
of the source determines the maximum imaging depth achievable. Clear OCT imaging should be
possible over distances on the order of half the coherence length,
zc = lc2 =
cτc
2
, (9)
where lc is the coherence length corresponding to the coherence time defined above, zc is the
coherence imaging depth, and the factor of 2 accounts for the optical path length of the light
in the interferometer arm. This measurement of the VCSEL coherence suggests a coherence
imaging depth of 67 cm. OCT imaging systems using VCSEL lasers has previously achieved such
large imaging depths [13], [14], as well as with more recent FDML [25] and akinetic systems [26],
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Fig. 5. Time-resolved instantaneous linewidth of the VCSEL over the course of a single sweep. The
corresponding intensity is displayed in grey. The dashed lines indicate the extent of the recoverable
phase, while the dotted line indicates the clock start signal.
with the most recent demonstration of the VCSEL OCT system achieving cubic meter volume
tomography [27].
While the average value of the instantaneous linewidth is useful as a general indicator of laser
coherence, a full time-resolved measurement of the linewidth during the sweep is required for
complete characterisation of laser performance. Using the electric field reconstruction technique, the
dynamic linewidth can be calculated simply by binning the electric field time series and considering
the PSD at several points during the sweep. Once again, the 3 × 3 technique has advantages
over other multi-shot measurements because it captures each section of the sweep, and indeed
multiple sweeps, in a single recording. Fig. 5 displays the calculated instantaneous linewidth of the
VCSEL over the course of a single sweep (corresponding to the first sweep shown in Fig. 4(b)).
The linewidth is calculated in 25 ns long sections. While the average linewidth was calculated to
be above 200 MHz, it is clear that the linewidth is not so high during the entire sweep period. The
linewidth during the start of the sweep is considerably higher than later times, at over 1 GHz. This
behaviour is somewhat accounted for in the imaging process. The figure shows a dotted line which
indicates the clock start trigger time supplied by the device and used for image acquisition. With
this in mind, the highest linewidth section of the sweep is generally not included in the imaging
signal. This time-resolved analysis also reveals, however, that the linewidth still remains above the
average level during the first 250–500 ns after the start of the acquisition. Such a result is useful
for future device improvement and optimisation as it provides improved insight for the design of
the optimal image acquisition times. Toward the end of the sweep, a rise in the linewidth is also
observed. This increasing linewidth is possibly linked to the slowing down of the sweep of the central
frequency position of the laser emission. The time-resolved linewidth has also been calculated for
the other recorded sweeps. While the average linewidth varies by ±12 MHz as shown in Fig. 4(b),
the dynamics remain similar from sweep to sweep.
The main characterisation technique used in swept source OCT is that of coherence roll-off. A
coherence roll-off measurement is used to examine two main imaging properties of an OCT system.
The first is to examine the loss of signal strength with imaging depth due to the finite coherence of
the source. The second is to measure the axial point spread function. In order to accomplish this,
a series of reflectivity measurements are made using a single reflecting surface at various depths.
By imaging a single ideal impulse the point spread function can be determined, while the sensitivity
roll-off is observed by repeating the measurement and incrementally moving the sample reflector.
Typically, the coherence roll-off is reported as the −3 dB signal fall-off depth. This depth will provide
a similar metric as the coherence depth, zc, defined above in (9).
In general, a roll-off measurement is formed from multiple separate axial scans, and therefore
defines a multi-shot averaged measurement. Using the presented interferometric technique, it is
Vol. 9, No. 5, October 2017 1505810
IEEE Photonics Journal Real-Time Swept VCSEL Properties
Fig. 6. (a) Single-shot roll-off in air calculated from the reconstructed electric field. The 3 dB sensitivity
depth is approximately 100 mm. (b) Average roll-off envelope corresponding to 39 consecutive sweeps
(black), along with the maximum and minimum peak values (grey area).
possible to numerically calculate the coherence roll-off using only a single sweep, even with many
different scan depths. In this way, only a single sweep is used to define the roll-off, which can
then be measured as a function of sweep number. Furthermore, previous roll-off measurements
are determined by not only the laser source, but also the interferometer optics and detection set-
up. With a numerically simulated roll-off, experimental errors can be limited, and it is easier to
perform a direct comparison between the performance of different swept sources independent of
the exact OCT apparatus employed. Again, the electric field reconstruction technique enhances
the information that can be gained from the device under test.
The roll-off of the VCSEL is presented in Fig. 6(a). The roll-off is calculated by numerically delaying
a copy of the laser electric field and mixing the signals. The signals are resampled to account for
the internal k-clock and truncated to account for the laser start trigger discussed previously. The
beat signal is Hanning windowed and the FFT computed for each value of the delay. Each of the
images are then displayed together to observe the signal decay. The observed −3 dB roll-off depth
is approximately 100 mm, with a −10 dB depth greater than 200 mm. These results are consistent
with previously reported roll-off values for this type of laser [13], [28]. Fig. 6(b) displays the roll-off
envelope, this time averaged across the 39 recorded sweeps. The grey area displays the maximum
and minimum values, showing some intra-sweep variation in the envelope. The sweep-to-sweep
variation in this value leads to a roll-off depth of 95 ± 5 mm. Compared to the coherence imaging
depth calculated earlier (zc = 670 mm), the roll-off estimate is more conservative. The difference
between these two measurements stems from the slightly different definitions of the spectral width
and temporal coherence employed in each case. The linewidth-based method is chosen in order to
provide a more general method which does not assume a set lineshape or roll-off envelope shape.
Generally, the coherence imaging depth tends to be between a factor of 5 and 7 times the roll-off
depth, and this has been seen to be consistent for multiple swept sources.
Fig. 6(a) shows a series of peaks formed by imaging an ideal reflector using the electric field of
a single sweep. The axial point spread function (PSF) associated with the laser will be the shape
of these imaged peaks. The PSF stems from the windowing of the recorded beating signal, both
due to the finite extent of the beat signal, as well as the intensity envelope during the sweep.
The PSF is also widened by the presence of extra sweep nonlinearities, which chirp the beating
signal. Of interest in the PSF is how its width changes with respect to the delay depth. Generally,
the longer the delay between the fields, the larger the effect of sweep irregularities on the PSF.
Fig. 7 presents the measured average PSF width as a function of the imaging depth. The PSF
can be well approximated by a Gaussian, with a FWHM of less than 10 μm at short imaging
depths, as expected for a sweep with a optical bandwidth of 80 nm. The error bars of this figure
indicate the standard deviation of the FWHM across 39 consecutive sweeps, showing a common
degradation of the PSF with imaging depth by approximately 3–4 μm over 120 mm imaging depth.
The inset of Fig. 7 shows a single-shot PSF peak at a depth of 7.5 mm, along with the Gaussian
fit indicating a FWHM of 8.1 μm. This measurement offers previously unavailable insight into the
achievable dynamic imaging performance of the tunable VCSEL OCT applications. As a whole,
the 3 × 3 characterisation technique that has been presented enables novel characterisation of
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Fig. 7. Average PSF width in air across 39 consecutive sweeps, defined as the FWHM of a Gaussian
fit to the peak, as a function of scan depth. (Inset) A single roll-off peak (circles) fitted with a Gaussian
function (line). The point spread function width is determined to be 8.1 μm.
real-time laser properties that can be invaluable in understanding the swept source, its strengths,
and possible improvements for future swept light sources.
4. Conclusion
This work provides an extensive look at the power of the self-delayed heterodyne method. A state
of the art swept VCSEL is considered, which has a 200 kHz sweep rate and >100 nm sweep width.
Measurement of the average linewidth and spectral shape revealed that the linewidth is significantly
lower than other swept sources, at 224 MHz. Such a low linewidth implies that the coherence length
of the light is more than suitable for ultra-long OCT applications. In many modern OCT systems,
the limit on the maximum imaging depth would actually stem from the finite sampling speed of the
analogue to digital converter elements, and as such no coherence-related signal decay would be
expected. The long coherence length finding is consistent with the computed laser roll-off, showing
available imaging depths of at least 100 mm. Dynamic measurement of the linewidth reveals that the
linewidth is lowest during the centre of the sweep, with some undesirable frequency noise present
at the beginning of the imaging acquisition time. Finally, the PSF of the laser was measured in air
showing that although the width of the peak increases with depth, it remains below 10 μm during
the main imaging region of 0–100 mm.
Complete characterisation of the dynamic state of a swept laser is the most comprehensive way
of monitoring the performance of the laser in imaging applications. The presented interferometric
metrology technique offers full characterisation of swept laser output in a single-shot, time-resolved
manner. Recovery of the electric field allows measurement of both direct laser parameters such as
instantaneous frequency, linewidth, and spectrum; while also providing a simple method to calculate
other related laser benchmarks such as coherence roll-off and point spread function. Crucially, the
3 × 3 technique offers two advantages over other methods. Firstly, the fibre based interferometric
measurement allows the device under test to be examined free from any larger OCT apparatus,
ensuring easy comparison between different swept source configurations and cavity geometries.
By reconstructing the entire complex electric field of the laser, it becomes possible to directly
compare the dynamics and imaging expectations in real-time while varying laser parameters. The
other advantage of this technique is in the unparalleled access granted to both the inter-sweep and
intra-sweep properties. Laser parameters can be tracked over subsequent sweeps and sweep to
sweep changes, as well as laser evolution during the sweep, can be easily compared. This type
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of full field characterisation is an excellent tool that could provide invaluable insight into the design
and optimisation of next generation swept sources.
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